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DURIP:  Broadband  Multichannel  Source-Receive  Nodes 


W.S.  Hodgkiss 

Marine  Physical  Laboratory 
Scripps  Institution  of  Oceanography 
La  Jolla  CA  92093-0701 


Abstract 

Two  broadband  multichannel  source-receive  nodes  have  been  designed  and  fabricated  for 
use  in  the  investigation  of  both  acoustic  propagation  perturbations  caused  by 
environmental  fluctuations  and  acoustic  data  communications  in  the  ocean.  The 
availability  of  multiple  sources  in  the  water  column  will  facilitate  the  investigation  of 
propagation  fluctuations  through  the  simultaneous  probing  of  the  waveguide  at  multiple 
depths  and  similarly  will  facilitate  the  exploration  of  new  multiple-source/multiple- 
receiver  (MIMO)  acoustic  data  communications  concepts.  Each  node  consists  of  8 
source-receive  transducers  cabled  individually  to  an  electronics  pressure  case,  an  internal 
disk  capacity  of  2TB  for  data  recording,  and  power  amplifiers  for  arbitrary  waveform 
transmission.  The  specific  band  of  interest  is  12-32  kHz.  The  source  transmission  portion 
of  the  system  was  tested  during  the  ONR  KAM08  (Kauai  Acomms  MURI  2008) 
experiment  in  June-July  2008. 
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Hardware  Summary 


The  hardware  components  for  the  two  source-receive  nodes  were  acquired  under  the 
fabrication  “Fabrication  of  Broadband  Multichannel  Source-Receive  Node.”  The 
following  will  describe  these  components  for  each  array  system. 

The  design  draws  on  our  experience  with  the  fabrication  and  at-sea  deployment  of 
autonomous  broadband  receive  array  hardware  that  we  have  deployed  successfully  in 
several  major  experiments  [1].  The  source-receive  nodes  described  here  complement 
those  receive-only  arrays  by  adding  a  multichannel  source  transmission  and  receive 
capability  (i.e.  a  bidirectional  source-receive  node).  Since  low  drag  floats,  RF-telemetry 
buoys,  and  mooring  hardware  already  exist  and  are  available  for  use,  just  the  source- 
receive  node  hardware  itself  was  the  focus  of  this  hardware  design  and  fabrication. 

Specific  characteristics  of  each  8-element  source-receive  node  are  the  following: 

•  8  source-receive  transducers  (ITC-1001)  with  arbitrary  element  spacing 

•  Bandwidth  12-32  kHz 

•  Individual  transmit  power  amplifier  and  receive  signal  conditioning  for  each 
transducer 

•  Arbitrary  waveform  synthesis  and  transmit  signal  scheduling 

•  fs  =  100  kHz  (transmit  and  receive) 

•  Internal  disk  recording  capacity  =  2TB 

The  source-receive  elements  are  ITC-1001  spherical  transducers  which  cover  the  band  of 
interest  (12-32  kHz).  The  multichannel  source  waveform  generation  and  data  acquisition 
system  functions  are  implemented  in  Lab  VIEW  on  a  compact  PCI  CPU  (Kontron  CP306 
single  slot  3U  cPCI  board).  On  transmit,  the  source  waveforms  are  generated  by  the  CPU, 
converted  to  analog  signals  by  a  multichannel  D/A,  and  amplified  by  individual  Class  D 
pulse  width  modulated  power  amplifiers  (APEX  SA12  modulator  and  associated 
circuitry).  The  combined  transmit  response  of  each  power  amplifier  and  ITC-1001 
transducer  is  illustrated  in  Fig.  1.  On  receive,  the  signal  conditioning  electronics  (20,  40, 
or  60  dB  variable  gain  amplifiers  and  filtering  -  4  kHz  high-pass  and  40  kHz  low-pass  for 
anti-aliasing)  are  followed  by  a  multichannel  A/D.  The  receive  sensitivity  of  the  ITC-101 
is  shown  in  Fig.  2.  The  8-channel  A/D  and  D/A  board  is  a  National  Instruments  PXI- 
7833R  and  includes  a  FPGA  which  provides  transmit/receive  data  buffering,  low  rate 
clock  generation,  and  control  lines.  The  receive  data  is  recorded  on  four  serial  ATA  500 
GB,  2.5”  disk  drives  (2  TB  total  capacity).  Accurate  timing  for  waveform  transmission 
and  receive  data  sampling  is  provided  by  a  precision  real-time  clock  which  is 
synchronized  with  GPS  (Fei-Zyfer  NanoSync  II  Model  380).  The  CPU  includes  a 
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lOOOBaseT  Ethernet  interface  which  has  been  made  available  through  a  bulkhead 
connector  on  the  pressure  case.  Thus,  high-speed  access  to  the  data  on  the  internal  disks 
is  available  without  the  need  to  open  the  pressure  case.  Power  is  supplied  externally  by 
four,  24  volt,  underwater  batteries. 

Deployment  of  Source  Array  During  KAM08 

An  8-element  array  of  ITC-1001  transducers  with  7.5  m  element  separation  (52.5  m 
aperture)  was  deployed  during  KAM08  (Kauai  Acomms  MURI  2008)  off  the  stern  A- 
frame  while  R/V  Melville  was  in  dynamic  positioning  mode  (i.e.  the  source  array  was  not 
anchored  to  the  seafloor).  The  array  dimensions  are  shown  in  Fig.  3.  Note  that 
Transducer  #1  is  closest  to  the  sea  surface  and  had  a  nominal  depth  of  30  m.  Fig.  4  shows 
the  source  array  and  electronics  pressure  cases  on  deck  of  the  R/V  Melville  prior  to 
deployment  and  Fig.  5  shows  the  electronics  pressure  cases  just  entering  the  water. 

During  KAM08,  continuous  transmissions  from  all  channels  simultaneously  or  a  single 
channel  at  a  time  (e.g.  round-robin  fashion  for  channel  impulse  response  measurement 
purposes  or  single  channel  transmissions  at  a  selected  depth)  were  demonstrated. 

Deployment  Configurations 

The  overall  deployment  concepts  are  shown  in  Fig.  6  [1].  In  the  autonomous 
configuration,  the  batteries  are  mounted  in  a  frame  along  with  the  pressure  case  near  the 
seafloor.  When  the  surface  buoy  is  included  in  the  deployment  configuration,  power  is 
provided  by  the  buoy  as  well  as  RF-telemetry  (802.11b)  thus  adding  real-time  access  to 
the  source-receive  node  over  the  Ethernet.  The  use  of  the  RF-telemetry  buoy  enables 
updating  acoustic  source  transmission  schedules/waveforms  as  well  as  providing 
immediate  access  to  receive  array  data  without  requiring  recovery  of  the  hardware. 

References 

[1]  J.D.  Skinner  and  W.S.  Hodgkiss,  “A  networked/autonomous  receiving  array  system,” 
Proc.  OCEANS  2008  (2008). 
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Figure  1.  Transmit  channel  characteristics  (power  amplifier  and  ITC-1001  transducer). 
Transmit  level  is  6  dB  below  full-power.  The  nominal  bandwidth  of  each  source  is  12-32 
kHz  with  a  maximum  source  level  of  185  dB  +/-  4  dB  across  this  band. 
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Spherical  Omnidirectional  Transducer 


Model  ITC-1001 
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The  Model  ITC-1001  spherical  transducer  offers  a  broad  band  omnidirectional  transmitting 
and  receiving  response  with  efficiencies  greater  than  50%  over  the  entire  band.  This  trans¬ 
ducer  is  fabricated  of  high  precision  Channelite-5400  lead  zirconate  titanate  ceramic  hemi¬ 
spheres.  The  Model  ITC-1001  is  particularly  well  suited  for  high  power  noise  sources  and 
applications  where  a  truly  omnidirectional  response  is  required. 
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Figure  2.  ITC-1001  receiving  sensitivity  and  transmit  voltage  response. 
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Figure  3.  Source  array  deployed  from  the  R/V  Melville  in  dynamic  positioning  mode 
during  KAM08. 
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Figure  4b.  Source  array  electronics.  Power  amplifiers  are  in  the  red  pressure  case  (right) 
and  remaining  electronics  (CPU,  timing,  and  D/A)  are  in  the  white  pressure  case  (left). 
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Figure  5.  Source  array  being  lowered  into  the  water  during  KAM08. 
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RF  Telemetry  Buoy 


Figure  6.  Source-receive  node  deployment  concepts.  A  low-drag  buoyant  float  at  the  top 
of  the  source-receive  array  helps  minimize  array  motion.  The  source  transmission  and 
receive  electronics  are  in  a  pressure  case  at  the  bottom  of  the  array.  Four  underwater 
batteries  mounted  in  a  frame  along  with  the  pressure  case  provide  power  for  autonomous 
operation  (left  side  only).  Although  requiring  a  more  complicated  deployment,  the 
addition  of  a  RF-telemetry  buoy  (left  and  right  sides  together)  adds  a  real-time  access 
capability  to  the  source-receive  node  thus  enabling  the  ability  to  update  acoustic  source 
schedules/waveforms  as  well  as  to  provide  immediate  access  to  receive  array  data 
without  requiring  recovery  of  the  hardware.  In  addition,  power  for  the  source-receive 
electronics  is  provided  by  the  buoy. 
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